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SULPHUR BASED CUTTING FLUIDS I5 PROHIBITED. USE
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1 3, ELECTROPOLISHING IS NEEDED BEFORE WELDING. PRIOR
g0t TO ELECTROPOLISHING, THE CHAMBER NEEDS TO GO
150 - T THROUGH A MULTIPLE STEP CLEANING PROCESS INVOLVING
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9500(241.30) THE CHAVIBER VACUUM SIDE SURFACE ROUGHNESS SHALL
Loo(zs.a0) BE BETTER THAN 53 MICROINCH RMS AFTER ELECTROPOLISHING.

4. WELD SHALL BE GAS TUNGSTEN ARC (GTAW) OR TUNGSTEN
xR 09229 INERT GAS (TIG) ON VACUUM SIDE OF JOINTS.
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w TG 5. VACUUM CHANBER SHALL BE LEAK TESTED USING AMASS
‘SPECTROMETER WITH MINIMUM SENSITIVITY FOR HELIUM
OF 2410 STANDARD CCISEC PER LEAK METER
DIVSION, SUCH AS:
ALCATEL ASM-110TCL
'VARIAN NCR 925 OR 936
€ VEECO MS.9, M350 OR MS-18
DUPONT CEC 241208
- 83 [:28] - S AR THRY SECTION B-B o SECTION A-A ‘CALIBRATION OF THE LEAK DETECTOR SENSITIVITY SHALL
BE PERFORMED JUST PRIOR TO TESTING.
F FINAL TEST WILL CONSIST OF SURROUNDING THE CHAMBER
2¢ 250635 THRU
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IF A 25 DEFLECTION IN THE MOST SENSITIVE RANGE OF THE
LEAK DETECTOR IS SENSED WITHIN 1 MIN.

6. ALL FLANGES ARE TO B PERPENDICULAR TO TANK
AXISIN 030

7. ALL DIMENSIONS IN [] ARE MILLIMETERS AND ARE
- 1900 (48259) ERENCE ONLY.
&
. MAGHINE _FIN 5# FOR ALL VACUUM SURFACE
so01127.0] e 0022861 — BEFORE ELECTROPOLISHING.
9. ALL MATERIAL IS 304 SST UNLESS OTHERWISE SPECIFIED.
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